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ABSTRACT
Introduction: Thermal ablation is a minimally invasive technique in the treatment of tumors.
Accurate temperature monitoring in tissue is crucial for ensuring patient safety and the efficacy
of the treatment. MR-thermometry is a commonly used method for temperature monitoring.
Real-time application of this method operates mainly in 2D due to the low temporal resolu-
tion of MRI. 3D temperature monitoring would be preferable for better volumetric coverage of
heated regions, thereby improving patient safety. The 3D Stack-of-Stars Gradient Echo pulse
sequence (3D-RAVE) could be a robust option, offering a flexible spatiotemporal resolution for
monitoring temperature during an ablation procedure. The aim of this study is to evaluate the
temperature accuracy of the 3D-RAVE in combination with a model-based reconstruction ap-
proach for temperature determination. Additionally, it will be determined at what acceleration
factor reliable temperature maps can be acquired.
Methods: A phantom made of 2% agar heated to a temperature of approximately 14.5 �C with
high-intensity focused ultrasound. During ablation, a dataset is recorded with the 3D-RAVE
sequence. Also, the temperature change is followed in real-time with a fiber optic sensor. Tem-
perature maps were reconstructed using both the model-based reconstruction method and a
conventional reconstruction method. These temperature maps were compared to each other
and to the sensor temperature to evaluate the temperature accuracy of the 3D-RAVE sequence.
Additionally, temperature maps were reconstructed using undersampled data and based on an
error analysis, a maximal acceleration factor was determined.
Results:The 2D-EPI sequence contains a deviation of approximately 1.5 �C of the sensor tem-
perature, whereas the 3D-RAVE sequence demonstrated a 0.5 �C deviation. Error analysis of
undersampled data revealed an increasing error trend with fewer spokes, with an � 1 �C error
observed for 64 spokes.
Conclusion:The 3D Stack-of-Stars Gradient Echo pulse sequence is, when fully sampled, ca-
pable of determining the temperature change during an ablation procedure. For real-time tem-
perature monitoring, reliable temperature maps can be created with a minimum of 64 spokes
although there is potential for improvement in temperature accuracy.
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SAMENVATTING
Inleiding: Thermische ablatie is een minimaal invasieve techniek bij de behandeling van tu-
moren. Nauwkeurige temperatuurmonitoring in weefsel is essentieel om de veiligheid van de
patiënt en de effectiviteit van de behandeling te verzekeren. MR-thermometrie is een veel-
gebruikte methode voor temperatuurmonitoring. De real-time toepassing van deze methode
wordt voornamelijk uigevoerd in 2D. 3D-temperatuurmonitoring zou de voorkeur hebben omdat
dit zorgt voor een betere volumetrische weergave van verhitte gebieden, wat de veiligheid van
de patiënt verbetert.
De 3D Stack-of-Stars Gradient Echo-pulssequentie (3D-RAVE) kan een robuuste optie zijn,
met een flexibele ruimtelijke en temporele resolutie voor het monitoren van de temperatuur
tijdens een ablatieprocedure. Het doel van dit onderzoek is het evalueren van de temperatu-
urnauwkeurigheid van 3D-RAVE in combinatie met een model-based reconstructie methode.
Daarnaast zal bepaald worden met welke versnellingsfactor nog steeds betrouwbare temper-
atuur afbeeldingen te verkrijgen zijn.
Methode: Een fantoom gemaakt van 2% Agar werd geableerd met high-intensity focused ul-
trasound. Voor en na de ablatie werden k-space-datasets opgenomen met behulp van de
3D-RAVE- en 2D-EPI-sequenties. Tijdens de ablatie werd een dataset opgenomen met de
3D-RAVE-sequentie. Ook werd de verandering in temperatuur in real-time gevolgd met een
optische sensor. Temperatuur afbeeldingen werden gereconstrueerd met zowel de model-
based reconstructiemethode als een conventionele reconstructiemethode. Deze temperatuu-
rafbeeldingen werden met elkaar en met de sensortemperatuur vergeleken om de temperatuur
nauwkeurigheid van de 3D-RAVE-sequentie te evalueren. Daarnaast werden temperatuur af-
beeldingen gereconstrueerd met datasets waar minder data is gebruik. Op basis van een fou-
tenanalyse werd de maximale versnellingsfactor bepaald.
Resultaten: De 2D-EPI-sequentie bevatte een afwijking van ongeveer 1,5°C ten opzichte van
de sensortemperatuur, terwijl de 3D-RAVE-sequentie een afwijking van 0,5°C vertoonde. Uit
de foutenanalyse van niet volledig gesamplede data bleek dat bij minder data een toenemende
fout ontstond, waarbij een � 1°C fout werd waargenomen voor 64 spaken.
Conclusie: De 3D Stack-of-Stars Gradient Echo-pulssequentie is, wanneer volledig gesam-
pled, in staat om de verandering in temperatuur tijdens een ablatieprocedure te meten. Voor
real-time temperatuurmonitoring kunnen temperatuur afbeeldingen worden gemaakt met een
minimum van 64 spaken, hoewel er aanzienlijke ruimte is voor verbetering van de nauwkeurigheid
van de temperatuur.
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1 INTRODUCTION
In recent years, the use of image-guided interventions for treating tumors has rapidly grown.
One of those interventions is thermal ablation. This is a technique used to treat tumors and is
less expensive and minimally invasive alternative to surgical removal. The definition of thermal
ablation, given by Brace, runs as follows: ”Thermal ablation refers to the destruction of tissue by
extreme hyperthermia or hypothermia.”[1] Various ablation modalities, including radiofrequency
(RF) ablation, microwave (MW) ablation, laser ablation and high-intensity focused ultrasound
(HIFU) ablation are currently employed in clinical settings. The underlying physical principle
of these ablation techniques is to deliver sufficient energy to the targeted tissue in order to
induce cellular necrosis. The majority of thermal ablation systems consist of a generator and
a needlelike device which is placed near the tumor. HIFU ablation is an exception to this, as it
is possible to perform ablation completely non-invasive, using a specialized ultrasound probe.
The choice of the ablation approach for a certain patient depends on the type of the tumor, the
anatomic location, physician’s preference and the underlying health of the patient.[1, 2] In this
study, HIFU ablation will be used to induce heating in a phantom.

During thermal ablation treatment, real-time monitoring of the temperature distribution is crucial.
This monitoring prevents damage to healthy tissue surrounding the tumor or in the far fields of
HIFU transducers. It also allows measurement of the thermal dose delivered to the targeted
tissue. This thermal dose is an important parameter in assessing the impact of the ablation pro-
cedure on the tissues. Due to the possibility of detecting temperature changes, MRI appeared
to be the ideal modality for temperature monitoring during ablation therapy. There are different
MRI parameters that give insight into the temperature change, such as T1 or T2 relaxation of
water protons, proton density, diffusion coefficient, and proton resonance frequency (PRF) shift
of water protons.[3] Because of its independence of tissue type (except for adipose tissue) and
its linearity over the temperature range of interest, PRF is the most widely chosen method for
monitoring thermal ablation.[4, 5] In Section 2.3, the principle of PRF shift will be explained in
detail.

Obtaining temperature maps by PRF shift depends on the existence of phase changes in im-
ages. This brings some difficulties because phase is not only induced due to temperature
change but also by spatial field drift or motion. Therefore Grissom et al. developed a method
that removes these unwanted contributions.[4] In addition to this model, Gaur et al. developed
the k-space hybrid model for temperature map estimation, where temperature change can be
calculated directly from k-space samples, instead of the need to reconstruct an image before the
temperature calculation.[6]. This last model makes accelerating the image acquisition and re-
construction possible, resulting in an increased frame rate. A further explanation of both models
is given in Section 2.4.

HIFU ablation can cause rapid tissue heating, faster than 1�C/s, in a very localized region.
Hence, it is important to monitor the temperature distribution over the tissues and the thermal
dose at high spatial and temporal resolution. Monitoring ablation therapy is nowadays mostly
done using phase-sensitive two-dimensional Fourier transform (2DFT) gradient-recalled echo
pulse sequences. Standard 3D sequences are more time-consuming, with acquisition times
from 30 seconds up to several minutes, leading to lower temporal resolution.[7, 8] However, 3D
temperature monitoring offers distinct advantages compared to 2D monitoring.
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Since tumor ablation is a 3D process, single-slice 2D temperature monitoring can cause heat-
ing to be missed due to restricted volume coverage. By adopting 3D temperature monitoring,
a larger volume coverage and accurate representation of the thermal changes within the tissue
can be achieved, leading to improved treatment precision and patient safety. Also, 3D tem-
perature monitoring ensures that the maximum recorded temperature is actually the maximum
temperature. Additionally, 2D temperature monitoring may introduce partial volume effects, due
to thicker slices, which causes temperature underestimation.[8] Therefore, a 3D MRI sequence
with high spatiotemporal resolution would be desired for temperature monitoring during HIFU
ablation.

The purpose of this study is to evaluate the potential of performing MR thermometry using a 3D
Golden-Angle radial MR sequence together with the aforementioned k-space hybrid method.
These reconstructions will be compared to standard 2DFT temperature maps. Because the
k-space hybrid method makes it possible to increase the frame rate by undersampling the k-
space, it will also be investigated at which maximum acceleration factor valid temperature maps
are reconstructed using a 3D Stack-of-Stars Gradient-Echo sampling. This acceleration factor
is determined by the amount of recorded data used for image reconstruction. This leads to
the following research question: What is the accuracy of the 3D temperature maps obtained
using 3D Stack-of-Stars Gradient Echo sequence and the k-space hybrid model, and what is
the maximum acceleration factor for obtaining reliable temperature maps?
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2 BACKGROUND

2.1 Thermal ablation

Thermal ablation can be categorized into different temperature regimes. The first regime exists
in the temperature range between 41-46 �C. Within this range, minor cell damage is possible
when the tissue is heated for more than ten minutes. To reduce the time needed to acquire
cell death, temperatures inside the 46-52 �C range must be used. In this regime, microvascular
thrombosis, ischemia, and hypoxia occur. Those processes cause an interruption of the nutrient
supply and lead to delayed necrosis. The last regime contains temperatures above 60 �C. Those
high temperatures cause rapid protein denaturation and plasma membrane melting. Therefore,
temperatures above 60�C will induce rapid necrosis.[1]

2.2 High-intensity focused ultrasound ablation

High-intensity focused ultrasound (HIFU) ablation is one of the procedures to perform thermal
ablation. The principle of HIFU ablation is based on heat generation due to the absorption of
acoustic energy in the tissue. With a HIFU system, high-intensity acoustic waves, in the range
of 100-10000 W/cm2, are delivered to a focal region with sizes of 1 mm in diameter and about
10 mm in length. For heat generation, frequencies near 1 MHz are considered the most useful.
Because energy is delivered from outside the body, HIFU ablation is entirely non-invasive.[9]
In Figure 2.1 an example of an MR-guided HIFU ablation treatment is shown. The patient is
positioned on the MRI table and the HIFU transducer is positioned in such way that a focus can
be created in the tumor. In this case, the HIFU transducer is embedded in the MRI table. The
coupling pad and the degassed water make sure that the patient is coupled to the transducer
and that acoustic waves are not attenuated by air.[10]

Fig. 2.1: Example of an MR-guided HIFU ablation treatment. The patient is positioned on the
MRI table where, in this case the transducer is embedded in the table. With the transducer, a
focus is created in the tumor. [10]
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2.3 Proton resonance frequency shift

As stated in Chapter 1, the most widely used temperature mapping method for ablation therapy
is PRF shift. The fundamental principle of PRF is the fact that the local magnetic field, experi-
enced by a nucleus, is slightly lower than the B0 field due to shielding. The local field is given
by [3]:

Bloc = B0 � B0s = (1 � s)B0 (2.1)
Where s denotes the shielding constant. Shielding arises because of electron movement in
atomic orbitals which induces a small magnetic field opposing the B0 field.[11] The lower local
magnetic field creates a change in the resonance frequency which now becomes [3]:

! = 
Bloc = 
B0(1 � s) (2.2)

Where! is the resonance frequency and 
 is the gyromagnetic ratio of an 1H nucleus (267:52 106

rad s�1 T�1). Within a H2O molecule, the 1H nucleus is shielded more when the molecule is un-
bounded than a nucleus within a hydrogen-bonded molecule. As temperature increases there
will be less bonding since bonds break. This ensures more shielding, and thus a lower PRF.
The shielding component changes linearly with the temperature as follows:

s(T ) = �T (2.3)

Where � is the PRF change coefficient. In aqueous tissue � = �0:01 ppm/�C.[4] By measuring
the phase change resulting from the change in PRF, the temperature difference between images
can be computed by applying the following Equation.

�T =
�(T ) � �(T0)


�B0[TE]
(2.4)

Here �(T ) denotes the phase in the current image and �(T0) is the phase of a reference image.
In case of heating, a negative phase shift is expected. 
 is the gyromagnetic ratio of an 1H
nucleus (267:52 106 rad s�1 T�1), B0 denotes the static magnetic field and [TE] is the echo time
of a gradient echo pulse sequence.[3]

Figure 2.2 illustrates a PRF temperature map of a brain tumor directly after (laser) ablation.
Here, the temperature changemap is already converted to an absolute temperature map, where
T = �T + 37. It is clear to see that a certain region in the brain, in this case the tumor, is
heated. The temperature distribution shows the highest temperature at the center of the region.
As one moves away from the center, the temperature decreases. In unaffected areas of the
brain, the temperature remains 37.0 �C, indicating no heating. These temperature maps provide
valuable insights for medical professionals, enabling them to verify whether the targeted region
has reached the intended temperature for optimal treatment outcomes.

Fig. 2.2: PRF temperature map of a brain tumor directly after ablation.[12]
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2.4 Hybrid thermometry models

To separate temperature-induced phase changes from phase changes by other sources like
phase variations imposed by the transmit and receive coil, spatial field drift or motion, Grissom
et al. developed an image-based method to reconstruct temperature maps.[4] The signal model
for image voxel j is shown in Eq. (2.5).

yj = W ei(fAcgj+�j) (2.5)

In this formulation, W represents a complex baseline image acquired before heating by fully
sampling the k-space. This image contains the (static) phase variations caused by static field
inhomogeneities and the transmit and receive coils. Ac represents a linear combination of
smooth basis functions that vary gradually in space, such as those caused by respiration and
center frequency drift. � is the localized phase shift resulting from the ablation procedure, which
is our parameter of interest.

This model is further extended to a k-space signal model by Gaur et al.[6] Also called the k-
space hybrid method. In essence, the k-space model is the discrete Fourier transform of the
hybrid model in Eq. (2.5), as can be seen in Eq. (2.6).

yi =

NsX
j=1

e{
�!
ki �~xjW e{(fAcgj+�j) (2.6)

With this model, the temperature can be calculated directly from k-space without the need to
reconstruct an image before the temperature calculation. In this case, yi is one k-space data
sample and Ns is the number of image voxels.[6] The � can be estimated by fitting the model
in Eq. (2.6) to acquired k-space data by solving the constrained minimization problem shown
in Eq. (2.7). This equation incorporates the principle that temperature increase only occurs in
a minority of voxels during HIFU ablation. As a result, the sparsity of � is used as a key factor
in the estimation process.

minimize 1

2
k~y � y(c; �)k2 + �k�k1;

subject to � ⩽ 0;
(2.7)

The first term in this equation represents the deviation of the modelled data to the measured
data. ~y represents the acquired k-space data and y(c; �) the modelled data. k�k1 is the l1 norm
of � and � controls the sparsity of �. A solution of Eq. (2.7) is found by using a minimization
algorithm that updates c and �. The minimization problem can be further extended to Eq. (2.8)

minimize 1

2
k~y � Gdiagfei�j gfk2 � �

NsX
j=1

�j ;

subject to � ⩽ 0;

(2.8)

Here, G is a nonuniform discrete Fourier transform matrix and f ≜ eifAcgj fBwg where B
contains the baseline image.

PNs
j=1 �j is the l1 norm of �. This minimization problem is solved

using a nonlinear conjugate gradient algorithm described in Ref. [6]. The algorithm iterates
several times over this minimization problem to update � and c until the stopping criterion is
met. The last step in the algorithm is controlling the sparsity of � by applying l1 regularization.
The � and c update steps are repeated with � = 0. � is only updated in voxels with lower
values than a certain threshold value. The final � matrix enables the calculation of temperature
changes in all the voxels by Eq. (2.4) where �(T )j � �(T0)j = �j .
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The great advantage of the k-space hybrid model is the fact that k-space can be undersampled
since baseline images used in the model contain fully sampled k-space data. Therefore aliased
images are removable from the solution space.[6] Radial data is fully sampled when more than
�
2 � n spokes are used for an image with n sample points per spoke.[13] This ensures that
the Nyquist criterion is met. The derivation of this formula can be found in Appendix A. In the
image-based model, it is also possible to use undersampled k-space data but in this case, the
undersampling needs to be addressed through conventional image reconstruction approaches.
For example, CG-SENSE in combination with the first model can be used to form temperature
maps.[7]

2.5 Golden-Angle Radial sampling

Golden-Angle Radial sampling has become a popular sampling trajectory in recent years. Ra-
dial sequences have quite some advantages for use in thermometry. Radial sampled images do
not have severe wrap-around artifacts due to undersampling. Instead, undersampling-induced
artifacts look like added noise.[14]Within radial sampling, the center of k-space, containingmost
of the dynamic image contrast, is sampled each repetition time (TR). Therefore radial sampling
allows a higher frame rate.[8]. Compared to linear radial sampling, the golden angle trajec-
tory makes use of the golden ratio (GR) of 1.618 to determine the angle between consecutive
spokes to cover the k-space.[14] The derivation of the golden ratio can be found in Ref. [14].
The Golden-Angle sampling method used in this study is the full-spoke Golden-Angle Radial
Sampling. In this case, each spoke is drawn from one side to the other side, therefore the
spokes only need to be rotated 180�to cover the entire circle. The golden angle for full-spoke
Golden-Angle Radial Sampling is given by:

GA =
180�

GR
� 180�

1:618
� 111:25� (2.9)

In Figure 2.3 the full-spoke golden angle trajectory as well as a linear radial sampling trajectory
are shown. It can be seen that for the golden angle sampling the nth spoke always fills the
largest gap available. The spokes of the GA sampling never repeat each other which provides
good temporal incoherence and is therefore well suited for dynamic MRI applications.[14]

Fig. 2.3: (a,b) Example of full-spoke golden angle trajectory, where each spoke rotates by
111.25�and a linear radial sampling trajectory where each spoke rotates by 180�/20 = 9�.[14]

With Golden-Angle Radial sampling it is also possible to sample k-space in 3D. A way to ac-
complish this is the Stack-of-Stars Golden-Angle Radial Sampling. Here, the radial sampling
takes place in the kx-ky plane and in the kz direction cartesian sampling is applied. In Figure
2.4 the idea of the Stack-of-Stars method is shown.
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Fig. 2.4: Two procedures for the Stack-of-Stars sampling. The upper row contains the P-in-L. All
kz-locations are sampled at one orientation before moving to the next angle. The L-in-P scheme
collects all radial spoke at one kz-location before the second kz-location is sampled.[14]

There are two ways of applying the Stack-of-Stars method. In both methods, multiple radial
sampled kx-ky planes are stacked on top of each other in kz direction. The difference lies in
the way the k-spaces are filled. The upper row of Figure 2.4 shows the partition in line (P-in-L)
method. Here all the locations in kz are sampled with a certain angle before the second angle
is sampled. The lower row contains the line in partition (L-in-P) method. This procedure first
collects all radial spokes at one kz-location, according to the Golden-Angle sampling, before
moving to the next kz-location.
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3 METHODS

3.1 Ring experiment

Prior to an actual HIFU ablation experiment, an experiment with a metal ring is performed to
prepare the temperature map reconstruction for the ablation experiment. This ring induces
static phase changes due to susceptibility artifacts. These phase shifts can be treated as if
they represent static temperature changes. The experimental setup consisted of a Siemens
MAGNETOMAera 1.5T scanner, a 16-channel head coil, a copper-sulfate phantom, and a small
metal ring. The metal ring is placed on top of the phantom. Two pulse sequences were used
to record the images: a 3D-Gradient Echo (GRE) and a 3D-Stack-of-Stars Gradient Echo, also
known as 3D-RAVE, where the P-in-L stacking is employed. The settings of both sequences
are shown in Table 3.1.

Table 3.1: Settings of the pulse sequences used during the ring experiment.

Sequence 3D-GRE 3D-RAVE
Number of slices 20 20
Matrix size 64x64 128X128
FoV (mm) 160x160 320x320
TE (ms) 10 10
TR (ms) 13 12
Slice thickness (mm) 2.5 2.5
Number of spokes N/A 256

First, images of the phantom without the ring were recorded. Second, images with the ring
(containing phase changes) were recorded. The data of the 3D-RAVE sequence is oversampled
by a factor of two on purpose, that is to say, there are twice as many points sampled in order to
avoid aliasing artifacts in the region of interest.

3.2 Phantom heating experiment

3.2.1 Phantom fabrication

For the heating experiment, an agar-based phantom is used. Agar has a high melting point
(>90�C) and is therefore ideal for ablative procedures.[15] The phantom for this study was
made with 2% agar. Agar is added to distilled water and heated to 90�C. After the temperature
reaches 90�C, the mixture is cooled down to 50�C while stirring. At the temperature of 50�C,
the mixture is poured into a measuring cup. For a tissue-mimicking phantom used in ultrasound
ablation, the optimal attenuation coefficient should be between 0.3-0.7 dB/cm MHz.[16] The
attenuation coefficient of the 2% agar phantom is 0.3 dB/cm MHz.[15]

3.2.2 HIFU system

To facilitate ultrasound ablation, the experimental setup required a HIFU system. This study
uses a 1.715 MHz transducer, a signal generator and an amplifier. The agar-based phantom
was placed on top of the ultrasound transducer, inside the measuring cup. To avoid cavities
forming at the surface of the transducer, a water layer is introduced between the phantom and
the transducer. In Figure 3.1 the HIFU transducer is shown.
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Fig. 3.1: The HIFU transducer. During the ablation procedure, the phantom was placed on top
of the transducer with a water layer in between the phantom and the transducer.

To maximize the power delivery to the transducer and minimize reflections, an impedance-
matching circuit is employed. This circuit was designed as an LC-circuit.[17] The impedance
of the transducer, when coupled with the water layer and laid down into the MRI scanner, was
matched to the 50
 impedance of the amplifier. With a vector network analyzer, the impedance
of the transducer at 1.715 MHz was measured and the values for the inductor (L) and capacitor
(C) were determined. To achieve the desired matching, a capacitor of 1.87 nF and an inductor
of 1.7 �H are required. The designed circuit is shown in Figure 3.2. Instead using a single 1.7
�H inductor, two inductors of 1 �H were connected in series to create an inductance of 2 �H.
Additionally, two 3.3 nF capacitors were connected in series to create a capacitance of 1.65 nF
instead of the 1.87 nF capacitor.

Fig. 3.2: Matching network to match the impedance of the transducer to the 50
 impedance of
the amplifier.

The matching network was tested by measuring the log-magnitude graph as can be seen in
Figure 3.3. At the frequency of around 1.7 MHz, the magnitude of the reflection coefficient is
-19.91 dB which indicates a weakening of the reflected signal and as a result, around 99% of
the power is delivered to the transducer.
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Fig. 3.3: Log-magnitude graph after the matching network was implemented.

The amplifier utilized in this setup provides a voltage gain of 60 dB at 2 MHz. To determine
the power delivered to the transducer, Eq. 3.1 is used. The power is driven by a peak-to-
peak voltage of 200 mV generated by the signal generator and then amplified to 200 V by the
amplifier.

P = UI =
U2

RMS

R
=

(
Uppp

2
)2

R
=

20000

50
= 400W (3.1)

In this equation: P represents the power delivered (in Watts). U is the voltage (in Volts). I is the
current (in Amperes). URMS is the root mean square voltage. Upp is the peak-to-peak voltage
(200 V in this case). R is the resistance (50
, as mentioned earlier).

3.2.3 MRI experiment

For the MR-Thermometry measurements, the experimental setup consisted of a Siemens 1.5T
scanner, a 16-channel head coil, a signal generator and an amplifier. The phantom is positioned
on top of the HIFU transducer, separated by a layer of water. This entire assembly is placed into
the head coil. The transducer is connected to the amplifier through the matching circuit. A fiber
optic temperature sensor is inserted into the center of the phantom, close to the transducer’s
focal point, to make temperature validation possible.

The sequences used during the MR-Thermometry procedure are the 2D-EPI and the 3D-RAVE
sequences (performed in P-in-L stacking). In Figure 3.4 the order of the applied sequences is
shown. Prior to the ablation procedure, a k-space consisting of 512 spokes per slice is recorded.
This data is used to create the baseline image in the k-space hybrid model.

Fig. 3.4: Order of the MRI sequences.

The protocol for both sequences can be seen in Table 3.2. The 3D-RAVE sequence again
uses oversampling to avoid aliasing artifacts. The number of spokes differs between the dif-
ferent RAVE acquisitions. The 1024 spokes per slice recorded during the ablation procedure
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will be used for dynamic temperature reconstruction. The ablation procedure is performed for
approximately three minutes.

Table 3.2: Settings of the pulse sequences used during the phantom heating experiment.

Sequence 2D-EPI 3D-RAVE
Number of slices 1 16
Matrix size 128X128 128X128
FoV (mm) 320x320 320x320
TE (ms) 10 10
TR (ms) 30 12
Slice thickness (mm) 10 2.5

3.3 Temperature map reconstruction

Temperature maps were reconstructed with MATLAB R2022a according to the k-space hybrid
model developed by Gaur et al. As a result of the cartesian sampling in kz direction, this direction
can be transformed to image domain by an inverse discrete Fourier transform as illustrated in
Figure 3.5. Now, from each slice, the temperature maps are reconstructed separately.

Fig. 3.5: Temperature reconstruction method. First, an image domain in the z direction is cre-
ated by an inverse discrete Fourier transform. Afterwards, from each k-space slice a tempera-
ture map is formed.[7]

The k-space hybrid algorithm uses a baseline image, recorded prior to heating. This baseline
image was constructed through a conjugate gradient (CG) reconstruction algorithm, which uses
the non-uniform DFT G-matrix from Eq. (2.8) to make radial reconstruction possible. Also,
sampling density compensation is applied within the baseline image reconstruction. This density
compensation is necessary because, in radial trajectories, the center of k-space is sampled
more densely compared to the outer region of k-space. As a result, the reconstructed image
lacks high frequencies, leading to reduced image sharpness. With a ramp filter, the k-space
samples are weighted such that the samples at the outer region of k-space contribute more
to the image than the samples in the center region.[18] The reconstructed baseline image is
passed to the k-space hybrid algorithm.

In Figure 3.6 the structure of the temperature map processing is shown. The k-space hybrid
method requires the raw k-space data acquired during heating, this data may be undersampled.
The regularization parameters determine the polynomial order of the Ac term the l1 penalty
weight (�), to control the sparsity of � in Eq. (2.6) and a roughness penalty weight (�) to smooth
the temperature map. Third, the coordinates of the sample points are required as input and are
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used to form the G-matrix. The density compensation function is the same as for the baseline
image. The initial theta matrix consists of the initial temperature phase shift before the ablation
procedure. In most cases, this is a zeros matrix with the size of the final temperature map be-
cause it is assumed there is no temperature phase shift prior to the ablation procedure. The
k-space hybrid algorithm gives the updated temperature phase-shift matrix as output. By mul-
tiplying this matrix with 1


�B0T E from Eq. (2.4), the temperature matrix is formed and from this,
the temperature maps are constructed.

A dynamic reconstruction of temperaturemaps ismade by using different spokes for each frame.
For instance, in a sequence where 1024 spokes are acquired, each frame can use 64 spokes.
Consequently, in the initial frame, the initial 64 spokes are utilized to generate the temperature
map, in the second frame, spokes 65 through 128 are employed, and so forth.

Fig. 3.6: Flow diagram of the temperature map processing. In- and output variables are shown
in red, and procedures are shown in blue.

Besides the k-space hybrid reconstruction, a temperature map reconstruction based on the
total phase change between two images is performed. Those two images are reconstructed
according to the CG reconstruction algorithm. To determine the total phase change between
two images Eq. (3.2) is used. In this equation, Mi;j and M0;j are the complex images of the
jth coil which needs to be compared.[19] M0;j is in this case the baseline image and Mi;j is the
image recorded after heating.

�� = arg

0@ NX
j=1

(Mi;j � M�
0;j)

1A (3.2)

Because the total phase change consists of temperature change and the Ac term from Eq.
(2.5), the Ac matrix, determined with the k-space hybrid model, needs to be incorporated into
Eq. (3.2). This equation can be rewritten to Eq. (3.3). Again with Eq. (2.4) the temperature
difference is determined.

�� = arg

0@ NX
j=1

(Mi;j � (M0;j � eifAcgj )�)

1A (3.3)

Next to the 3D temperature map reconstructions, temperature maps of the 2D-EPI data were
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reconstructed via the k-space hybrid method. In essence, this works the same as for the 3D
reconstruction. Except, the baseline image is reconstructed using a 2D FFT and instead of the
sample coordinates as input, a sample mask is given as input. This mask is a logic matrix with
the size of the k-space, which includes the pixels that need to be used in the k-space hybrid
method.

3.4 Temperature validation

The temperature maps of the 3D-RAVE data reconstructed with the k-space hybrid method are
validated by comparing these maps with CG-reconstructed temperature maps. The tempera-
ture accuracy of the 3D-RAVE data will be assessed based on the deviation of the temperature
compared to the CG maps. In particular, the voxel with the maximum temperature is an im-
portant parameter.[7] The voxel where the maximum temperature is reached within the k-space
hybrid reconstruction will also be used in the determination of the acceleration factor. From now
on, this particular voxel is called the target voxel.

Next to the CG-reconstructions as reference data, a fiber optic temperature sensor is placed in
the phantom. This sensor measures the temperature change near the focus during the ablation
procedure. Based on a high-resolution image, the voxel location of the sensor is determined.
The temperature accuracy at this voxel location is assessed by comparing the temperature
measured by the sensor and the temperature measured by MR-thermometry.

3.5 Acceleration factor

To determine the maximum acceleration factor, temperature maps with different numbers of
spokes are created. The spokes are selected from the 3D-RAVE data recorded during ablation.
For each number of spokes, the central spokes are employed. In other words, out of the 1024
spokes recorded during ablation, when reconstructing with, for instance, 64 spokes, the central
64 spokes of each slice are selected. The acceleration factor is given by Nspokes fully sampled

Nspokes undersampled
. In

this study, each slice sampled with at least 256 spokes is defined as fully sampled.

Also, temperature error maps are reconstructed using the first 256 spokes of the 3D-RAVE pre-
dataset for the baseline image. The raw data is formed out of the second 256 spokes of this
3D-RAVE pre-dataset. For each different number of spokes, the first spokes of this data set
were selected. So for the error map op 64 spokes, the baseline image is formed out of the first
256 spokes and the raw data is then formed from spoke 257 to 320 from the 3D-RAVE pre-
dataset. Between the recording of the baseline image and the raw data, there was no heating.
The method to reconstruct temperature error maps is described in detail in Ref. [6]. Shortly,
the k-space hybrid algorithm is run twice. In the first run, only a step to update the c-term is
executed, while � is fixed at zero. In the second run, the �-update step is executed, while the c
value found from the first run is used.
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4 RESULTS

4.1 Ring experiment

In Figure 4.1 the phase images obtained with the 3D-GRE sequence are presented. Figure
4.1a displays the phase image of the phantom without the ring (the baseline image). Figure
4.1b is the phase image of the phantom with the ring where a phase change is induced. Fig-
ure 4.1c represents the total phase shift between the images with and without the ring. Only
negative phase shift is considered because this corresponds to temperature increase. Figure
4.1d shows the phase shift map resulting from temperature change of the tenth slice from the
ring experiment obtained with the 3D-RAVE sequence. This map is reconstructed using the k-
space hybrid method. A zeroth-order polynomial is employed as Ac term and the regularization
parameters are set to default (� = 10�6 and � = �1). Upon comparing the phase map from
Figure 4.1d with the phase images in Figure 4.1c it can be seen that the total phase shift in
Figure 4.1c corresponds to the phase shift in Figure 4.1d.

(a) (b)

(c) (d)

Fig. 4.1: Phase images of the phantom a,b and c are acquired with 3D-GRE sequence, d is
acquired with the 3D-RAVE sequence. The tenth slice is displayed. (a) Phantom without the
metal ring. (b) Phantom with the metal ring. (c) Total phase shift between the images with and
without ring. Only negative shift is taken into account. (d) Phase shift map reconstructed with
the k-space hybrid method.
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4.2 Phantom heating experiment

This section contains the results of the phantom heating experiment. The temperature maps
of the 3D-RAVE data, including a dynamic temperature map and error maps of different accel-
eration factors are shown. Next to that, the temperature map of the 2D-EPI data is provided.
A magnitude image XY-plane of the phantom, with the HIFU transducer and water positioned
beneath it, is shown in Figure 4.2. For the 3D data, slice 8 is chosen for reconstructing the 2D
images. This slice is the central slice and also contains the target voxel.

The regularization parameters are set to � = 10�4 and � = �1 (no roughness penalty) and a
first-order polynomial for A, for all the reconstructions within this section. This decision is based
on the reconstructed figures in Appendix B. Upon varying � it is observed that for � = 10�3, the
temperature map is completely zero. Comparing the images where � = 10�4 and � = 10�5,
the maximum temperature for � = 10�5 is slightly higher. The heating of the water is more
visible when � = 10�5. When varying the order of A, the zeroth order yields a slightly higher
maximum temperature than the first order and the second order gives a slightly lower maximum
temperature compared to the first order. Incorporating the �-parameter leads to a smoother
image, but it also corresponds to a lower maximum temperature.

Fig. 4.2: Magnitude image of the XY plane of the phantom with water and the HIFU transducer
beneath it.

4.2.1 Fiber optic temperature sensor

Figure 4.3 illustrates the graph of the temperature change of the phantom, recorded during
and after ablation, measured with the fiber optic sensor. The ablation procedure lasted for
approximately 190 seconds. The total temperature change during the ablation procedure is
approximately 14 �C. The temperature graph is not completely linear during ablation. After
ablation, an immediate cooling down is visible.
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Fig. 4.3: Temperature graph measured during and after ablation near the focal point with a fiber
optic temperature sensor.

4.2.2 2D-reconstruction

In Figure 4.4 the temperature maps of the 2D-EPI data are shown. Figure 4.4a is reconstructed
with the k-space hybrid algorithm and Figure 4.4b is reconstructed with an ordinary Fourier
transform. The latter figure is masked to prevent distraction from the phase changes in the air,
outside the phantom. This mask can be found in Figure D.1b in Appendix D. The mask does not
cover the entire outer region, therefore, below the water, a small line of phase change outside
the phantom is visible.

In Figure 4.4a, the temperature of the target voxel is 12 �C. In Figure 4.4b this temperature is
12.2 �C. In both figures, the target voxel is not the hottest voxel of the focus. The real maximum
temperatures are 12.4 �C for Figure 4.4a and 12.6 �C for Figure 4.4b. This voxel is located right
below the target voxel.

The temperature in the voxel where the fiber optic sensor is located is 9.7 �C for the k-space
hybrid reconstruction and 9.9 �C for the Fourier reconstruction. Notably, this EPI sequence was
recorded approximately 5 seconds after the ablation procedure. As depicted in Figure 4.3, the
temperature measured by the sensor at this specific timestamp approximates 11 �C.
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(a) (b)

Fig. 4.4: Temperature maps of the 2D-EPI data (a) K-space hybrid reconstruction. (b) Fourier
transform reconstruction.

4.2.3 3D-reconstruction

4.2.3.1 K-space hybrid reconstructions

Figure 4.6 illustrates two planes of temperature maps of the 3D-RAVE sequence reconstructed
with the k-space hybrid method. The two planes intersect each other at the target voxel and
their orientations can be found in Figure 4.5 The maps are made with the last 256 spokes of
the 3D-RAVE pre-data used for the baseline image and the 3D-RAVE post-data as the raw k-
space data, capturing the temperature change. Within the phantom, the maximum temperature
reached is 10.7 �C. It is evident from the maps that not only the focus of the transducer is
heated, but also the sides of the phantom contain a small temperature change. The maximum
temperature change at the sides of the phantom is approximately 3 �C.

The 3D-RAVE post image was captured approximately 36 seconds after the ablation procedure.
The temperature at the voxel where the sensor is located is 8.4 �C. The temperature measured
by the sensor at this timestamp is approximately 8 �C as can be seen in Figure 4.3.

Fig. 4.5: Orientation of the planes used for displaying temperature maps. The planes intersect
each other at the target voxel.
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(a) XY-plane (b) XZ-plane

Fig. 4.6: Temperature maps from different planes of the 3D-RAVE sequence reconstructed with
the k-space hybrid method

4.2.3.2 Conjugate Gradient reconstruction

In Figure 4.7 the temperature maps of the 3D-RAVE sequence, reconstructed according to the
CG reconstruction algorithm, are presented. Those images are again masked with the mask
in Figure D.1b. The two planes look quite similar to the images in Figure 4.6. Within the CG-
reconstruction method, no regularization penalty is applied. Therefore, the heating of the water
is more visible. On the left side of the focus, in Figure 4.7a, a small spot, containing temperature
change is visible. This spot is likely the air bubble on the left side of the fiber, as also observable
in Figure 4.2. The target voxel temperature is 12.8 �C. This voxel is actually the voxel with the
maximum temperature within this map. The temperature at the voxel of the sensor location is
9.4 �C.

(a) XY-plane (b) XZ-plane

Fig. 4.7: Temperature maps from different planes of the 3D-RAVE sequence reconstructed with
the CG reconstruction algorithm.
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4.2.3.3 Temperature difference

Figure 4.8 represents the temperature difference between the maps reconstructed using the
k-space hybrid method and the CG-reconstruction algorithm. Throughout almost the entire
phantom, the temperature change obtained with the k-space hybrid method appeared to be
lower than the temperature obtained with the CG-reconstruction algorithm. Near the focus,
the temperature difference is approximately 2 �C, which is slightly higher than in the rest of the
phantom. There, the difference is approximately 1 �C. In the water, the difference is also slightly
higher than in the rest of the phantom, this is due to the fact that heating of water is more visible
in the CG reconstructed images.

Fig. 4.8: Temperature difference between the k-space hybrid reconstruction and the CG-
reconstruction.

4.2.4 Acceleration factor

Figure 4.9 contains images of the XY-plane of the 3D-RAVE sequence, each reconstructed with
different numbers of spokes. These reconstructions were made with the k-space hybrid method,
where the last 256 spokes of the 3D-RAVE pre-data are used for the baseline image and the
3D-RAVE HIFU data as the raw k-space data.

The images reconstructed with 128 spokes or more resemble each other. From the 64-spokes
reconstruction, down to the 8 spokes reconstruction, more temperature noise is visible. For
all numbers of spokes, the focus remains discernible, although, for 8 spokes it becomes more
difficult to distinguish the focus from the surroundings.
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Fig. 4.9: Temperature maps reconstructed with the k-space hybrid method using different num-
bers of spokes.

Table 4.1 presents the values for the temperature of the target voxel. The voxel with the actual
highest temperature does not always coincide with the target voxel. For instance, in the 8
spokes reconstruction, voxels outside the focus exhibit a higher temperature than the target
voxel. Overall, a trend of increasing temperatures with fewer spokes is observed, with the
exception of the temperature for 64 spokes being higher than that for 32 spokes.

Table 4.1: Temperature of the target voxel at different numbers of spokes within a k-space hybrid
reconstruction.

Number of spokes 1024 512 256 128 64 32 16 8
Target voxel temperature (�C) 12.7 14.5 14.5 14.6 16.4 15.5 16.4 18.6

Figure 4.10 displays the temperature error maps of the k-space hybrid reconstructions at dif-
ferent numbers of spokes. These images are reconstructed using the first 256 spokes of the
3D-RAVE pre-data as baseline image and the last 256 spokes of the 3D-RAVE pre-data as raw
k-space data. Importantly, no ablation is performed between these two datasets. According to
Ref.[13], 200 spokes is a full sampled k-space. For 256 spokes there is no error visible, as ex-
pected for a fully sampled image. For 128 spokes, a minor temperature error across the entire
phantom becomes noticeable. As the number of spokes decreases further, larger error values
are visible.
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Fig. 4.10: Temperature error maps of the k-space hybrid reconstruction for different numbers of
spokes.

Boxplots of the temperature errors are shown in Figure 4.11. They indicate that the interquartile
ranges and the overall spread increase with fewer spokes, while the median remains around
zero for all boxplots. For 64 spokes the interquartile range runs from -0.3 to 0.3 �C and the
adjacent values lie at -1.1 and 1.2 �C. The maximum outlier value is -2.6 �C. For 32 spokes the
interquartile range spans from -0.5 to 0.6 �C and the adjacent values lie at -2.2 and 2.3 �C. The
maximum outlier value is -5.0 �C.

Fig. 4.11: Boxplots of the temperature error of the k-space hybrid reconstruction for different
numbers of spokes.

In Figure 4.12 the temperature maps for different numbers of spokes, reconstructed with the CG
reconstruction algorithm are shown. It is evident that, similar to the k-space hybrid reconstruc-
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tions, the noise increases for fewer spokes. Compared to the k-space hybrid reconstructions,
the CG-reconstructions demonstrate a more rapid increase in the amount of noise over the
number of spokes. For 16 or 8 spokes, the temperature map appears more blurred, making it
more difficult to distinguish the focus from its surroundings. This effect is probably due to the
undersampling, where high spatial frequencies are not sampled enough to satisfy the Nyquist
criterion.

Fig. 4.12: Temperaturemaps reconstructed with CG reconstruction algorithmwith different num-
bers of spokes.

The temperatures of the target voxel for the CG-reconstruction are provided in Table 4.2. In
this case, there is not a clear relationship as observed for the target voxel temperature within
the k-space hybrid reconstruction, where an increase of the temperature at fewer voxels was
visible.

Table 4.2: Temperature of the target voxel at different numbers of spokes within a CG-
reconstruction.

Number of spokes 1024 512 256 128 64 32 16 8
Target voxel temperature (�C) 17.4 19.2 18.9 19.1 19.8 16.5 11.1 13.4

Figure 4.13 illustrates the temperature error maps for different numbers of spokes, recon-
structed with the CG reconstruction algorithm. Like the error maps for the k-space hybrid recon-
structions, the temperature error increases for fewer spokes. Surprisingly, even for 256 spokes,
expected to represent a fully sampled k-space, a small temperature error is visible.
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Fig. 4.13: Temperature error maps of the CG-reconstruction for different numbers of spokes.

In Figure 4.14 the corresponding boxplots of the CG error maps are shown. Again, the interquar-
tile ranges and the overall spread increase with fewer spokes. The median for all numbers of
spokes is located close to zero.

Fig. 4.14: Boxplots of the temperature error of the CG-reconstructions for different numbers of
spokes.

4.2.5 Real-time temperature mapping

Figure 4.15 shows a dynamic development of the focus during the ablation procedure. Four
frames of a total of 16 frames are presented. The frames are reconstructed with 64 spokes
each. The focus gets bigger as more time has passed.
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Fig. 4.15: Development of focus during the ablation procedure at different timestamps. Every
frame is reconstructed with 64 spokes. From the 16 frames, each fourth frame is shown.

Figure 4.16 illustrates the corresponding temperature graph of the voxel where the sensor is
located temperature. As expected, the temperature in the focus increases further in time. Er-
rorbars, based on the adjacent values in Figure 4.11 are added. By comparing this graph to the
graph in Figure 4.3, the overall temperature measured with the sensor is higher. In Appendix C
the real-time temperature graphs of reconstructions with 32, 128 and 256 spokes are shown.

Fig. 4.16: Graph of the temperature against time. Each point (containing an errorbar) corre-
sponds to the different frames, where each frame is reconstructed with 64 spokes. The voxel
location is the location of the sensor.
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5 DISCUSSION
This study focused on the use of a 3D Stack-Of-Stars Gradient Echo (3D-RAVE) pulse se-
quence, combined with the k-space hybrid reconstruction method developed by Gaur et al. [6]
for monitoring temperature changes during ablation procedures. The great advantage of this
Golden Angle sampling is the uniform distribution of k-space samples, independent of the num-
ber of spokes. Besides, radial sampling ensures that the center of the k-space is sampled each
TR. This center contains most of the image contrast and therefore key information about the
peak temperature. The k-space hybrid method facilitates temperature map reconstruction with
undersampled k-space data, thereby enabling real-time temperature mapping at a high frame
rate.

Two experiments were performed to investigate the use of this sequence for (real-time) tem-
perature mapping. The first experiment, the ring experiment, was used to prepare the k-space
hybrid MATLAB script for the actual ablation experiment. With this dataset, phase maps were
successfully reconstructed using the k-space hybrid method. From this preparation, it was found
that, in order to prevent aliasing artifacts, the 3D-RAVE data should be oversampled. Oversam-
pling, in this case, meant that twice as many points per spoke needed to be sampled. Instead
of oversampling, another possibility could be using a mask with the size of the radial FOV. The
use of a mask was also investigated and the results can be found in Appendix D. Two different
masks were created and applied to the k-space data. It appeared that with the masks, in the
case of undersampling, the amount of noise was higher in the images with 128 spokes or less,
for the temperature maps reconstructed with the masks compared to the temperature maps
reconstructed with oversampling. Also, in the error maps and boxplots, it is visible that the
spread of the error is larger for the mask reconstructions. Even for 256 spokes a small error is
visible in both mask reconstructions. Not only does the oversampled reconstruction differ from
the mask reconstruction, but also between the two mask reconstructions a difference in peak
temperatures and errors appeared.

The second experiment involved a HIFU setup to perform a thermal ablation procedure in a
phantom. Temperature maps were created using the k-space hybrid method and a conventional
reconstruction method in both 2D and 3D. When comparing the temperature maps created
with the k-space hybrid method with the (fully sampled) conventional reconstruction method,
in general, the temperature in the maps of the k-space hybrid reconstructions was lower than
the temperatures in the conventional reconstructed maps. For the 2D maps, this difference
was smaller than for the 3D maps. In the 3D case, the temperature difference between the
two reconstruction methods was approximately 2 �C for the hottest voxel and 1 �C for the voxel
where the sensor was located. Near the focus, the temperature difference was bigger than
further away from the focus.

When comparing the temperature measured with MR-thermometry with the temperature mea-
sured with the sensor, it became evident that the temperature derived from the 3D maps was
closer to the sensor temperature than that derived from the 2D maps. This finding suggests
that 3D temperature mapping may offer a higher level of accuracy and reliability compared to
2D temperature maps. Between the two 3D reconstructions, the temperature of the sensor lo-
cation for the CG-reconstruction was higher than the k-space hybrid temperature. The k-space
hybrid temperature was closer to the sensor temperature. This implies that the k-space hybrid
reconstruction is more accurate than the CG-reconstruction.
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The voxel location of the sensor was determined with a high-resolution image. Based on the
approximate voxel location in this image, the location of the sensor in the 3D-RAVE maps was
determined. Because this determination is not 100% accurate it could be possible that the
sensor location was at a different voxel than the voxel currently used. If this is the case, the
difference between the sensor temperature and the MRI-acquired temperature might be much
larger or smaller. When zooming in into a smaller region of the k-space hybrid temperature map,
as has been done in Figure 5.1, it can be seen that between each column of voxels, a strong
spatial gradient in the temperature distribution exists. So if the exact location of the sensor was
in a different column, the temperature measured in this voxel would be different from the current
measured temperature.

Fig. 5.1: Zoomed in region of the k-space hybrid temperature map. Large temperature differ-
ences between the columns of voxels are visible.

For clinical use of this sequence, it is important that the smoothness of these temperature maps
improve. One way to achieve a smoother temperature map is by acquiring the data at a higher
resolution. In this way transitions between neighbouring voxels become less abrupt. Neverthe-
less, a high-resolution image means a longer scan time and thus a lower frame rate. Particularly
for real-time temperature mapping, this is a problem.

Furthermore, modifying the regularization parameters was found to influence the smoothness of
the temperaturemap. As can be seen in Appendix B the � parameter influences the smoothness
of the temperature map, so by changing this value, the transitions between the voxels become
less abrupt. Changing this value also has an influence on the temperature, the higher the �
value, the lower the temperature. Not only does the � parameter have an influence on the
temperature, but also the � parameter and the order of A have an influence on the temperature.
This was the case in both the 2D and 3D reconstructions. Especially in the regions where
a higher temperature is reached, the regularization parameters have an influence. This may
explain why the temperature difference between CG and k-space hybrid is larger in the focus.
Those regularization parameters are application specific and further research is needed to make
sure the right regularization parameters are used.

In order to increase the temperature precision for PRF measurements, the signal-to-noise ratio
(SNR) should be maximized. Temperature uncertainty depends on the SNR by Eq.(5.1)
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SNR depends on the B0 field by SNR / B0, therefore, if instead of a 1.5T scanner a 3T scanner
was used, the SNRwas increased with a factor of 2 and thus temperature uncertainty is reduced
by a factor

p
2.[20] A second parameter that has an effect on the SNR is the receiver bandwidth.

The lower this bandwidth, the higher the SNR. Nevertheless, a lower bandwidth could result in
a shift of the hotspot due to off-resonance effects.[21] It could be interesting to investigate what
the optimal receiver bandwidth would be for MR-thermometry with the 3D-RAVE sequence.

Another thing that stood out and could have had an influence on the measured temperature was
a change in the magnitude image of the 3D-RAVE pre and the 3D-RAVE post. In Figure 5.2
the magnitude image of the 3D-RAVE pre and the 3D-RAVE post are shown. On the 3D-RAVE
post image, a dark spot is visible at the location of the heating.

(a) Pre ablation image (b) Post ablation image

Fig. 5.2: Magnitude images of the 3D-RAVE. A decrease of magnitude is visible at the location
of heating.

According to Ref.[3], not only phase changes with temperature but also proton density, T1 or
T2 can change. Those changes cause a difference in the magnitude image. To incorporate
this temperature-related magnitude change into the k-space hybrid model, � should become a
complex matrix. To determine the temperature shift due to phase change, only the real part of
theta should be used in Eq 2.4. It should be investigated if this is incorporated into the algorithm.

The second part of this study focused on determining the minimum number of spokes that need
to be sampled in order to get a reliable temperature map. Based on the temperature maps
created with the different numbers of spokes it can be seen that for more than 128 spokes,
little noise is visible. When the number of spokes further decreases, more noise comes into the
temperature maps due to undersampling. Up to 16 spokes the region of the focus was clearly
visible. The error maps showed an increase in error for fewer spokes. Within the k-space hybrid
method for 64 spokes, the adjacent values showed a positive error of 1.2 �C and a negative
error of -1.1 �C. The number of outliers for each boxplot is quite big. This means that certain
voxels will have a larger error than the error between the adjacent values. Based on these
results, it can be concluded that for 64 spokes or more quite accurate temperature maps can
be created. 64 spokes correspond to an acceleration factor of 4. Because different processes
due to ablation do not happen at precise temperatures but at temperature regions, a small error
in the measured temperature is acceptable. It does not matter if a certain region is heated up
to 60 �C or to 65 �C for the outcome of the treatment. For the efficiency of the treatment not
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�S�O�L�Q�J �E�X�W �L�Q �W�K�L�V �F�D�V�H�� �W�K�H �N�] �G�L�P�H�Q�V�L�R�Q �L�V �V�D�P�S�O�H�G �X�Q�L�I�R�U�P�O�\ �D�Q�G �W�K�H �Y�D�U�L�D�E�O�H �G�H�Q�V�L�W�\ �L�V �D�S�S�O�L�H�G
�L�Q �W�K�H �G�L�I�I�H�U�H�Q�W �Q�X�P�E�H�U �R�I �V�S�R�N�H�V �S�H�U �V�O�L�F�H �D�V �F�D�Q �E�H �V�H�H�Q �L�Q �)�L�J�X�U�H���������>���� �@ �'�X�H �W�R �W�K�H �X�Q�L�I�R�U�P�L�W�\
�L�Q �N�]���G�L�U�H�F�W�L�R�Q�� �D �I�D�V�W �)�R�X�U�L�H�U �W�U�D�Q�V�I�R�U�P �L�V �S�R�V�V�L�E�O�H �L�Q �W�K�L�V �F�D�V�H��

�)�L�J�� �������� �3�U�L�Q�F�L�S�O�H �R�I �W�K�H �Y�D�U�L�D�E�O�H �G�H�Q�V�L�W�\ �*�R�O�G�H�Q �$�Q�J�O�H �6�W�D�F�N���R�I���6�W�D�U�V �V�D�P�S�O�L�Q�J �V�H�T�X�H�Q�F�H�� �7�K�H
�Q�X�P�E�H�U �R�I �V�S�R�N�H�V �G�L�I�I�H�U�V �S�H�U �V�O�L�F�H�� �7�K�L�V �V�H�T�X�H�Q�F�H �P�D�N�H�V �L�W �S�R�V�V�L�E�O�H �W�R �L�Q�F�U�H�D�V�H �W�K�H �I�U�D�P�H
�U�D�W�H���>���� �@

�,�Q �S�U�H�Y�L�R�X�V �\�H�D�U�V�� �V�H�Y�H�U�D�O �R�W�K�H�U �S�X�O�V�H �V�H�T�X�H�Q�F�H�V �I�R�U �Y�R�O�X�P�H�W�U�L�F �0�5���L�P�D�J�L�Q�J �K�D�Y�H �E�H�H�Q �L�Q�Y�H�V��
�W�L�J�D�W�H�G�� �2�Q�H �R�I �W�K�R�V�H �V�H�T�X�H�Q�F�H�V �L�V �W�K�H ���' �6�W�D�F�N���R�I���6�W�D�U�V �(�F�K�R���3�O�D�Q�D�U �S�X�O�V�H �V�H�T�X�H�Q�F�H���>���@ �7�K�H
�S�U�L�Q�F�L�S�O�H �R�I �W�K�H �V�H�T�X�H�Q�F�H �L�V �D�O�P�R�V�W �W�K�H �V�D�P�H �D�V �W�K�H ���'���5�$�9�( �V�H�T�X�H�Q�F�H �H�[�F�H�S�W �W�K�D�W �W�K�H �J�U�D�G�L��
�H�Q�W �H�F�K�R �S�O�D�Q�H�V �X�V�H�G �L�Q �W�K�H ���'���5�$�9�( �V�H�T�X�H�Q�F�H �D�U�H �U�H�S�O�D�F�H�G �E�\ �(�3�, �S�O�D�Q�H�V �Z�K�L�F�K �D�U�H �U�R�W�D�W�H�G
������������ � �D�I�W�H�U �H�D�F�K �7�5�� �7�K�H �E�L�J �D�G�Y�D�Q�W�D�J�H �R�I �X�V�L�Q�J �D�Q �(�3�, �V�H�T�X�H�Q�F�H �L�V �W�K�H �K�L�J�K�H�U �I�U�D�P�H �U�D�W�H
�F�R�P�S�D�U�H�G �W�R �D �*�5�( �V�H�T�X�H�Q�F�H�� �)�R�U �W�K�H ���'���5�$�9�( �V�H�T�X�H�Q�F�H�� �L�W �W�D�N�H�V �R�Q�H �7�5 �W�R �U�H�F�R�U�G �H�D�F�K
�V�S�R�N�H�� �Z�K�L�O�H �I�R�U �W�K�H �(�3�, �V�H�T�X�H�Q�F�H�� �D �Z�K�R�O�H �S�O�D�Q�H �L�V �U�H�F�R�U�G�H�G �L�Q �R�Q�O�\ �R�Q�H �7�5�� �7�K�H ���'���5�$�9�(
�V�H�T�X�H�Q�F�H �X�V�H�G �Z�L�W�K ���� �V�S�R�N�H�V�� ���� �V�O�L�F�H�V �D�Q�G �D �7�5 �R�I ���� �P�V �F�D�Q �E�H �H�[�H�F�X�W�H�G �D�W �D �I�U�D�P�H �U�D�W�H
�R�I64 � 16 � 12 � 10� 3 = 12:3 �V�H�F�R�Q�G�V �S�H�U �I�U�D�P�H�� �7�K�H ���' �6�R�6 �(�3�, �V�H�T�X�H�Q�F�H �X�V�H�G �L�Q �5�H�I���>���@
�X�V�H�V �D �7�5 �R�I ���� �P�V �W�R �U�H�F�R�U�G ���� �V�O�L�F�H�V�� �)�R�U ���� �V�S�R�N�H�V�� �W�K�L�V �F�R�U�U�H�V�S�R�Q�G�V �W�R �D �I�U�D�P�H �U�D�W�H �R�I
64 � 16

43 � 47 � 10� 3 = 1 :1 �V�H�F�R�Q�G�V �S�H�U �I�U�D�P�H �I�R�U ���� �V�O�L�F�H�V�� �6�R�� �W�K�H �(�3�, �V�H�T�X�H�Q�F�H �L�V �P�X�F�K �I�D�V�W�H�U
�W�K�D�Q �W�K�H ���'���5�$�9�( �V�H�T�X�H�Q�F�H��

�/�D�V�W�O�\�� �L�W �L�V �Z�R�U�W�K �Q�R�W�L�Q�J �W�K�D�W �W�K�H �U�H�F�R�Q�V�W�U�X�F�W�L�R�Q �W�L�P�H �I�R�U �W�K�H �N���V�S�D�F�H �K�\�E�U�L�G �U�H�F�R�Q�V�W�U�X�F�W�L�R�Q �Z�D�V
�Y�H�U�\ �O�R�Q�J�� �6�S�H�F�L�I�L�F�D�O�O�\�� �I�R�U �W�K�H ���' �U�H�F�R�Q�V�W�U�X�F�W�L�R�Q �Z�K�H�U�H ���� �V�O�L�F�H�V �K�D�G �W�R �E�H �U�H�F�R�Q�V�W�U�X�F�W�H�G�� �L�W �W�R�R�N
�D�E�R�X�W ���� �P�L�Q�X�W�H�V�� �8�V�L�Q�J �D �*�3�8 �P�L�J�K�W �V�S�H�H�G �X�S �W�K�L�V �U�H�F�R�Q�V�W�U�X�F�W�L�R�Q �D �E�L�W�� �E�X�W �I�R�U �D�S�S�O�L�F�D�W�L�R�Q�V
�Z�K�H�U�H �W�K�H �W�H�P�S�H�U�D�W�X�U�H �P�D�S�V �Q�H�H�G �W�R �E�H �U�H�F�R�Q�V�W�U�X�F�W�H�G �L�Q �U�H�D�O���W�L�P�H �D�Q�G �Q�R�W �D�I�W�H�U�Z�D�U�G�V�� �O�L�N�H �L�Q
�W�K�L�V �V�W�X�G�\�� �W�K�H �N���V�S�D�F�H �K�\�E�U�L�G �D�O�J�R�U�L�W�K�P �L�V �Q�R�W �I�D�V�W �H�Q�R�X�J�K��

����
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�7�K�H �X�V�H ���' �6�W�D�F�N���R�I���6�W�D�U�V �*�U�D�G�L�H�Q�W �(�F�K�R �V�H�T�X�H�Q�F�H �L�Q �F�R�P�E�L�Q�D�W�L�R�Q �Z�L�W�K �W�K�H �N���V�S�D�F�H �K�\�E�U�L�G
�P�H�W�K�R�G �Z�D�V �L�Q�Y�H�V�W�L�J�D�W�H�G �I�R�U �X�V�H �G�X�U�L�Q�J �D�Q �D�E�O�D�W�L�R�Q �S�U�R�F�H�G�X�U�H�� �%�D�V�H�G �R�Q �W�K�H�V�H �U�H�V�X�O�W�V�� �W�K�H ���'
�6�W�D�F�N���R�I���6�W�D�U�V �*�U�D�G�L�H�Q�W �(�F�K�R �V�H�T�X�H�Q�F�H�� �Z�K�H�Q �I�X�O�O�\ �V�D�P�S�O�H�G�� �F�D�Q �P�H�D�V�X�U�H �W�H�P�S�H�U�D�W�X�U�H �F�K�D�Q�J�H
�G�X�U�L�Q�J �D�Q �D�E�O�D�W�L�R�Q �S�U�R�F�H�G�X�U�H�� �7�K�H �D�F�F�X�U�D�F�\ �I�R�U �W�K�H �W�H�P�S�H�U�D�W�X�U�H �P�D�S �E�D�V�H�G �R�Q �W�K�H �S�U�H �D�Q�G �S�R�V�W
�G�D�W�D�V�H�W�V �D�Q�G �U�H�F�R�Q�V�W�U�X�F�W�H�G �D�F�F�R�U�G�L�Q�J �W�R �W�K�H �N���V�S�D�F�H �K�\�E�U�L�G �P�H�W�K�R�G �Z�D�V �D�S�S�U�R�[�L�P�D�W�H�O�\ ������� �&��
�)�R�U �W�K�H �G�\�Q�D�P�L�F �P�H�D�V�X�U�H�P�H�Q�W�V�� �W�K�L�V �D�F�F�X�U�D�F�\ �Z�D�V �D �E�L�W �O�R�Z�H�U�� �$ �G�L�I�I�H�U�H�Q�F�H �R�I �D�S�S�U�R�[�L�P�D�W�H�O�\
�� � �& �E�H�W�Z�H�H�Q �W�K�H �V�H�Q�V�R�U �D�Q�G �W�K�H �V�H�Q�V�R�U �Y�R�[�H�O �Z�D�V �I�R�X�Q�G �I�R�U �I�X�O�O�\ �V�D�P�S�O�H�G �L�P�D�J�H�V�� �7�K�H�U�H
�L�V �U�R�R�P �I�R�U �L�P�S�U�R�Y�H�P�H�Q�W �L�Q �W�K�H �W�H�P�S�H�U�D�W�X�U�H �D�F�F�X�U�D�F�\�� �S�D�U�W�L�F�X�O�D�U�O�\ �W�K�U�R�X�J�K �W�K�H �R�S�W�L�P�L�]�D�W�L�R�Q �R�I
�U�H�J�X�O�D�U�L�]�D�W�L�R�Q �S�D�U�D�P�H�W�H�U�V �D�Q�G �W�K�H �L�P�S�U�R�Y�H�P�H�Q�W �R�I �W�K�H �6�1�5��

�$�O�V�R�� �W�K�H �U�H�V�X�O�W�V �L�Q�G�L�F�D�W�H �W�K�D�W �W�U�D�F�N�L�Q�J �R�I �W�K�H �K�H�D�W�L�Q�J �U�H�J�L�R�Q �L�V �S�R�V�V�L�E�O�H �Z�L�W�K �D�V �I�H�Z �D�V ���� �V�S�R�N�H�V��
�:�L�W�K ���� �V�S�R�N�H�V�� �D�Q �H�U�U�R�U �R�I �D�S�S�U�R�[�L�P�D�W�H�O�\� ������ � �& �V�K�R�X�O�G �E�H �W�D�N�H�Q �L�Q�W�R �D�F�F�R�X�Q�W�� �)�R�U �P�R�V�W �+�,�)�8
�D�E�O�D�W�L�R�Q �W�K�H�U�D�S�L�H�V �D�Q �H�U�U�R�U �R�I ������� �& �P�L�J�K�W �E�H �W�R�R �O�D�U�J�H �E�H�F�D�X�V�H �W�K�L�V �F�D�Q �O�H�D�G �W�R �L�Q�V�X�I�I�L�F�L�H�Q�W
�D�E�O�D�W�L�R�Q �R�U �X�Q�Z�D�Q�W�H�G �G�D�P�D�J�H �W�R �V�X�U�U�R�X�Q�G�L�Q�J �W�L�V�V�X�H�V�� �$�Q �H�U�U�R�U �R�I� �� � �& �L�V �D�F�F�H�S�W�D�E�O�H�� �W�K�L�V �L�V
�U�H�D�F�K�H�G �Z�L�W�K ���� �V�S�R�N�H�V �R�U �P�R�U�H�� �8�V�L�Q�J ���� �V�S�R�N�H�V �F�R�U�U�H�V�S�R�Q�G�V �W�R �D�Q �D�F�F�H�O�H�U�D�W�L�R�Q �I�D�F�W�R�U �R�I ����
�D�Q�G �D �I�U�D�P�H �U�D�W�H �R�I �� �V�H�F�R�Q�G�V �S�H�U �I�U�D�P�H �Z�K�H�U�H�D�V ���� �V�S�R�N�H�V �F�R�U�U�H�V�S�R�Q�G�V �W�R �D�Q �D�F�F�H�O�H�U�D�W�L�R�Q
�I�D�F�W�R�U �R�I �� �D�Q�G �D �I�U�D�P�H �U�D�W�H �R�I ���� �V�H�F�R�Q�G�V �S�H�U �I�U�D�P�H�� �8�V�L�Q�J �P�R�U�H �V�S�R�N�H�V �L�Q�F�U�H�D�V�H�V �W�K�H �D�F�F�X�U�D�F�\
�E�X�W �G�H�F�U�H�D�V�H�V �W�K�H �I�U�D�P�H �U�D�W�H�� �,�Q �F�O�L�Q�L�F�D�O �X�V�H�� �D �F�D�U�H�I�X�O �F�R�Q�V�L�G�H�U�D�W�L�R�Q �V�K�R�X�O�G �E�H �P�D�G�H �U�H�J�D�U�G�L�Q�J
�W�K�H �E�D�O�D�Q�F�H �E�H�W�Z�H�H�Q �W�K�H �U�H�T�X�L�U�H�G �D�F�F�X�U�D�F�\ �I�R�U �W�K�H �W�U�H�D�W�P�H�Q�W �D�Q�G �W�K�H �G�H�V�L�U�H�G �I�U�D�P�H �U�D�W�H��
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�>���@ �&�� �%�U�D�F�H�� �7�K�H�U�P�D�O �W�X�P�R�U �D�E�O�D�W�L�R�Q �L�Q �F�O�L�Q�L�F�D�O �X�V�H���,�(�(�( �3�X�O�V�H�� ���������������±������ ����������

�>���@ �(�� �0�� �.�Q�D�Y�H�O �D�Q�G �&�� �/�� �%�U�D�F�H�� �7�X�P�R�U �D�E�O�D�W�L�R�Q�� �F�R�P�P�R�Q �P�R�G�D�O�L�W�L�H�V �D�Q�G �J�H�Q�H�U�D�O �S�U�D�F�W�L�F�H�V��
�7�H�F�K �9�D�V�F �,�Q�W�H�U�Y �5�D�G�L�R�O�� �������������������±�������� ����������

�>���@ �9�� �5�L�H�N�H �D�Q�G �.�� �%�X�W�W�V �3�D�X�O�\�� �0�U �W�K�H�U�P�R�P�H�W�U�\���- �0�D�J�Q �5�H�V�R�Q �,�P�D�J�L�Q�J�� �������������������±������ ����������

�>���@ �:�� �$�� �*�U�L�V�V�R�P�� �9�� �5�L�H�N�H�� �$�� �%�� �+�R�O�E�U�R�R�N�� �<�� �0�H�G�D�Q�� �0�� �/�X�V�W�L�J�� �-�� �6�D�Q�W�R�V�� �0�� �9�� �0�F�&�R�Q�Q�H�O�O��
�D�Q�G �.�� �%�� �3�D�X�O�\�� �+�\�E�U�L�G �U�H�I�H�U�H�Q�F�H�O�H�V�V �D�Q�G �P�X�O�W�L�E�D�V�H�O�L�Q�H �V�X�E�W�U�D�F�W�L�R�Q �P�U �W�K�H�U�P�R�P�H�W�U�\ �I�R�U
�P�R�Q�L�W�R�U�L�Q�J �W�K�H�U�P�D�O �W�K�H�U�D�S�L�H�V �L�Q �P�R�Y�L�Q�J �R�U�J�D�Q�V���0�H�G �3�K�\�V�� ���������������������±������ ����������

�>���@ �0�L�Q�J�P�L�Q�J �=�K�X�� �=�L�T�L �6�X�Q�� �D�Q�G �&�K�L�Q �.�� �1�J�� �,�P�D�J�H���J�X�L�G�H�G �W�K�H�U�P�D�O �D�E�O�D�W�L�R�Q �Z�L�W�K �P�U���E�D�V�H�G
�W�K�H�U�P�R�P�H�W�U�\���4�X�D�Q�W�L�W�D�W�L�Y�H �,�P�D�J�L�Q�J �L�Q �0�H�G�L�F�L�Q�H �D�Q�G �6�X�U�J�H�U�\�� �����������������±�������� ����������

�>���@ �3�� �*�D�X�U �D�Q�G �:�� �$�� �*�U�L�V�V�R�P�� �$�F�F�H�O�H�U�D�W�H�G �P�U�L �W�K�H�U�P�R�P�H�W�U�\ �E�\ �G�L�U�H�F�W �H�V�W�L�P�D�W�L�R�Q �R�I �W�H�P�S�H�U��
�D�W�X�U�H �I�U�R�P �X�Q�G�H�U�V�D�P�S�O�H�G �N���V�S�D�F�H �G�D�W�D���0�D�J�Q �5�H�V�R�Q �0�H�G�� ���������������������±������ ����������

�>���@ �6�X�P�H�H�W�K �9�� �-�R�Q�D�W�K�D�Q �D�Q�G �:�L�O�O�L�D�P �$�� �*�U�L�V�V�R�P�� �9�R�O�X�P�H�W�U�L�F �P�U�L �W�K�H�U�P�R�P�H�W�U�\ �X�V�L�Q�J �D �W�K�U�H�H��
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�,�Q �R�U�G�H�U �W�R �P�H�H�W �W�K�H �U�H�T�X�L�U�H�P�H�Q�W�V �I�R�U �W�K�H �1�\�T�X�L�V�W �F�U�L�W�H�U�L�R�Q�� �L�Q �D �F�D�U�W�H�V�L�D�Q �J�U�L�G �W�K�H �I�R�O�O�R�Z�L�Q�J
�V�W�D�W�H�P�H�Q�W �\�L�H�O�G�V��

� k �
1

FOV
���$������

�)�R�U �D �U�D�G�L�D�O �W�U�D�M�H�F�W�R�U�\�� �W�K�L�V �F�U�L�W�H�U�L�R�Q �F�D�Q �E�H �U�H�Z�U�L�W�W�H�Q �W�R

kmax � �
1

FOV
���$������

�+�H�U�H�� �Nmax � �L�V �W�K�H �D�U�F �O�H�Q�J�W�K �E�H�W�Z�H�H�Q �W�Z�R �Q�H�L�J�K�E�R�X�U�L�Q�J �V�S�R�N�H�V �D�Q�G �L�V �R�X�U �Q�H�Z� �N��

�)�U�R�P �1�\�T�X�L�V�W �Z�H �N�Q�R�Z �W�K�D�W
Nsamples = 2kmax � FOV ���$������

�)�R�U �W�K�H �Q�X�P�E�H�U �R�I �V�S�R�N�H�V�� �Z�L�W�K�L�Q �D �I�X�O�O �V�S�R�N�H �U�D�G�L�D�O �W�U�D�M�H�F�W�R�U�\ �L�W �\�L�H�O�G�V �W�K�D�W

Nspokes =
�
�

���$������

�,�I �Z�H �V�X�E�V�W�L�W�X�W�H �H�T�X�D�W�L�R�Q�$�����L�Q�W�R�$�����Z�H �R�E�W�D�L�Q

Nspokes = �k max FOV ���$������

�8�V�L�Q�J �H�T�X�D�W�L�R�Q�$�����Z�H �J�H�W
Nspokes =

�
2

Nsamples ���$������

����
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���D�� �0�D�V�N�H�U �Z�L�W�K �V�L�]�H �R�I �U�D�G�L�D�O �)�2�9 ���E�� �0�D�V�N �R�I �W�K�H �S�K�D�Q�W�R�P
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